I

] (-
The Information In this repart s required by 14 CEF 108,17 & 126.26. Fallura to report miay result In a civll penalty not to
excaed $1009.00 for sach such violation. (Federal Avation Act of 1958, Saction 961)
A X-RAY SYSTEM RADIATION FIRDTEST Form Approved GMB NG,
Department of Transportation LEAKAGE REPORT SERIAL NO. 11-7 2120-0088
Federal Aviation Administration [BAGGAGE INSPECTION) 26 T
108 17 14 CRE 129,
T Nama of Fatiity 176.680) FOA Reglen BLTo. KR, or Adme/Alpon (10.60)
AA_| ™™™ |Portland International Airport OR RR_L 7000 NE Airport Way
Addross 0! | City (10.73) Siato Cots Zp Codt
cc | Portland OR | 97218
usnu N Hoom Ne, or Cther Lecatian ¢f Syslem (19.32) | Poraoa lnicrdow (32-54) [ Feisphone No
DD | iswin | ABG Checkpoint Lane 1 - e
;r Xmy csr&ﬂn;tian L TrenaNoniz: (fpe an sn =
e e Yes Thermo Rad-Eye Yot pRO.ER " 298
;gn 7 A Wanutactutg (Responslble Firm) . Syetam Nodal No. antior Nime
um T {Smiths Helmann HS Hi-Trax 6040
and Produd E, Bystem :
) 115 %guﬁo Hz swiiNe. 20784
od F. Eamm . " 1.4 DpoTanr 7.6 Mantranta -
| 04 2001 podn Yag S NJA
Z0 2.1 Waming Label Prasant at - 2.2 Waming Libels Presont o For Sintng: 3.3 Twt indlceior LEbeied
Waming Conirols srmrng; “‘Cautary X-Rays ~Cautton: Do Not insert Any Part of the Body Yes *X:Hay On' Prossi et Controla Yes
Labaly Producod When Eranglzes When Systam |s Enorgized, X-Ray Hazard' {Ono Moy Eo Labaled mAJP,e:er‘)
g T e | mner
o3 " & from ol A 8
° And Accass Pane) YeS Yes
E¥] A Hnmum Nuembor o7 IMenioekd Vi 3.4 Proven- & AJ Doors and Aceosd Paneks That Wara Tesled
Door At Ay G Doar N ] A tion of Provant Generation of X-ftedlaton ) N /A :
Sefaly A-Redation
E-gg; B. .:\::e Laas; o?o lt}?% rsy £la:— KN g:g;gﬂ-ﬂg uo?}rmll Necaa;mylo Romme, :
pandont on No ] o] g Interruplon
a2 Fan Excopt Dogt N/ A Nl A
4.0 Fona andlor 4.1 Boma Part of the Body Can Ba 4,2 Some Part of the Bedy Can 8e
Aparhues nsertod Though & PertInte. N insartad nto the Aperiume N 0
Tha Primasy Baam .
8.0 Bapgage inspocion €.1 Moans Providnd to Ensuirs Cpemtor 8.2 Meang Provided to Opermior for Terminating Expasurne
Systome Prasonce st The Comtrl Area Yas of Grestor than One-Half Second and Preventing YGS
03 | Rdedon Frosadum Cead " | T SeswerBeckDmERIn pafican case for Thermo radiation meter
7.2 Tachrical Fociumns
+72.33/ =48.67 4 m
7.3 location  Levala Nen-Cantimounly Adivated Syetsma Oy Location Lawl? Nen-Cantinaosty Activated Syotomg Only
Nunther of Expesnuris [nted Numbas of Exposison iahisiod
TRZAr
s | O.007 o B Q-0b¥ o
O ’ O&é mRine P | 0B 6. 061 it o
-
O-009 mur o o0 {75’ mRtr o
0-093 oo O (04w e
Rumbar of Exp That OR Duty Cycls of System indlcated .
07 May Ba tritlaiad in Cno Hour Ad a Perconigge of One Hour Je0%
.0 AdoMpnal nfarmalion
038 . ' -
Dosage per inspection = / §0 /¢
8.2 4
08
a3
i)
7.4
11 .
(X
12
Survayer . ror NaTie {0-12(?;11&: L, B M) Rata of Burvoying
13 | ntormig] sy 5/4/2010 Agorey
Remarks:

B 50693

4
FAA Form 165-17 (6-81) W ? 3@7?4@ / o799y "f Faara 3 ) 2 4 )
oy Faol 2t e

n Y b
L

53#&0

’“w..:‘\




