Field Radiation Survey Sheet
Smiths Detection

SECTION |PART I -~ GENERAL PROCEDURE INFORMATION
A
“PRE-TEST inmf OF FACIEW
INFORMATION" (_665) Ceeveri Horens  Arrron 1~
Is this Facliity Operated Exclusively by the Federal Govemnient? m YES Ono
|JADDRESS
5300 RI1EES 26 Dn.
|istreet No., Rurai Re,
Jor Airline and Airport)
ITY STATE ZIP CODE
_ |Ceevetsn) o PP | vo//35”
ROOMNO.or OTHER | Sy 7# CHECK f7)m' T |CONTACT
LOCATION LANE 6 PERSON
JPHONE No. FAX NO. 27 AvAn ASLE
UFACTURER Sy D ETECT77n” |MODEL NO. 6040 #riX
DATE OF MFR. DEC . 2008 JSERIAL NO. Y1l
MFR. CERTIFICATION
LABEL ATTACHED Kives  [Ino
B
"CABINET X-RAY
ciassirrcaTion” | [ Baggage Inspection [ special Purpose [ General Purpose [Oother
Describe Other:
Cc
"POSTINGS &
INSTRUCTIONS" I_:] State "Notice to Employees” Document Posted D Operators Instruction Manual on Location ,KI N/A
[ Certificate of X-ray Machine Registration on Location [ cabinet x-Ray Machine Maintenance Schedule Available
D
"WARNING LIGHTS & fWarning Label Present at Controls Stating: “Caution: X-Rays Produced When Energized®
INDICATORS" Rives Lo
IWaming Labels Present at Ports Stating *Caution: Do Not Insert Any Part of the Body When System is Energized, X-Ray
Hazard" Xives  [Ono
[Two Indicators Labeled *X-Ray ON" Present at Controls g YES I.__] NO
At Least One indicator, Marked "X-Ray ON", is Visible from Each Port, Door, and Access Panel NYES DNO
E
"INTERLOCKS™  IThe Key for the Key Actuiated Control Cannot be removed in Any Mode tat Allows X-Ray Generation ﬂYES Cno
All Doors and Access Panels that were Tested Prevent Generation of X-Rays gYES DNO
[The Use of the ON Control is Necessary to Resume Operation of X-Rays Foflowing Interruption of X-Ray Generation X]YES DNO
F
"PORTS AND [Some Part of the Body Can Be Inserted Through A "Port® Into the Primary Beam
APERTURES" Uves JX] No
JSome Part of the Body Can Be Inserted Through An *Aperture” Clves CIno NN/A
G
"BAGGAGE Means Provided to Ensure Operator Presence at the Controt Area which Permits Surveflance of All Ports and Doors During MYES [Ino
INSPECTION UNITS" X-Ray Generation
Means Provided to the Operator for Terminating Exposures of Greater Than One-Half Second and Preventing Additional YES DNO
Exposures of Less Than One-Half Second X]
|

Form # 002.SerFRSSHF
Revision Date 03/11/2008

Bley 3792972




Smiths Detaction

Field Radiation Survey Sheet

SECTION PART II - SPECIFIC PROCEDURE INFORMATION
H
.Qk.%?&f- Soaerng Body Descrpion Oucte  [Rpaper  [Jother
Describe Other]
X-Ray Machine Settings v SE€ Background
[mA CommeNTS
Radiation Survey Instrument Used |Make/Model Number TyoviS, JE1P
Serial Number 0000000 528 2 urnf
Calibration Date Due [2/2A2R (/]
Survey Location Survey Point | External Surface Exposure Rates Intemal Exposure (mR) Comments
Description (uRMr) “Optional
ENT Tywwet 1 2 Iuthr lmR
ENT. PAsS 2 2 IuR/hr ImR
- QP ER- 3 3 JuRmr JmR
@ 7 Tunw weC 4 22, 'uthr ImR
e Z”Sr 5 27 IuR/hr ImR
FXIT OPEE. 6 2/ | [mR
%l LEFT 7 2 JuRdr mR
ge-Canree| 8 2[R =R
yeh-bishr| ° o |RAr R
&“ - LEFT 10 ’S/ uRAr ImR
<S¢ -CenTent 1 3 IuR/hr ImR
pss- brsir] © A i R
TOF 13 { JuRmr |mR
Highest Extemal Surface Exposure Rate Reading ES N Locaton Descrption | £ /7 /ygmrt/ € C
IAll External Surface Exposure Rate Readings Are Less Than 500 uRMr {0.5 mR/Mhr) 1AW 21 CFR 1020.40 YES D NO
|
"ADDITIONAL Overall Condition of Cabinet X-Ray Unit * Describe UNSAT
INFORMATION" Rsat | [JuNsaT* Joonion
Condition of Lead Curtains mSAT D UNSAT * m UNSAT
Other Comments, Recommendations, Corrections, or Problems Encountered
B eew — 162 98¢y [ 704 /7R
(8) 6eN — 15Y .73 329 .62 4 #
(&) CEN = /59.79ky [ 225.0¢ 4 A-
(D) Cern - /éélrfé!—’v/%'f, /9 uH-
TvrelNte Dose— 7YmE
— -]
DATE OF SURVEY AND INSPECTION | 3/7¢//
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