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RADIATION LIMIT: < 400 pR/hr
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TEST RECORD
RADIATION LEVEL RADIATION LEVEL
—— VALUE [ < 400 pRihr | i VALUE { < 480 yRhr )
1) ENTRANCE END =200 5) EXIT END E
2) RIGHT SIDE ENTRANCE TUNNEL VET 6) LEFT 5IDE EXIT TUNNEL v 5]
3) RIGHT SIDE GANTRY 1 x4 7) LEFT SIDE GANTRY P
4) RIGHT SIDE EXIT TUNNEL 199 8) LEFT SIDE ENTRANCE TUNNEL 2066
9) RIGHT SIDE XL ENTRANCE nia 11} LEFT SIDE XL EXIY n‘a
10} RIGHT SIDE XL EXIT nia 12} LEFT SIDE XL ENTRANCE na
Technician name: Date: -4~ 611

Unit Model and Serial Number:

CT-800R_ 90572

Meter Manufacturer and Modet. 1hermoFisher RadEye PRD
Meter Serial Number: 14528 Unit Location: Southwest,
Meter Cafibration Due Date: July 9 2011 Background: _L/
Motes {Reason for Survey):
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