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Field Radiation Survey Sheet

Smiths Detection
SECTION PART I - GENERAIL PROCEDURE INFORMATION
A INAME AND ADDRESS OF FACILITY OR AIRPORT AND SPECIFIC L OCATION OF X-RAY SYSTEM
"PRE-TEST ME OF FACILITY R
INFORMATION" Melnven LAS
Is this Facility Operated Exclusively by the Federal Government? YES CIno
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Ter | CONTACT
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FAX NO.
|MODEL No. Ao YO aTik
|SERIAL NO. P78 XZ
MFR. CERTIFICATION [4
EL ATTACHED Aves [Ono
B CLASSIFICATION OF CABINET X-RAY SYSTEM
“"CABINET X-RAY
cLassircaion” | [ Baggage Inspection [ speciat Purpose [l Generat Purpose [T other
Describe Other:
c POS;'.[NG & INSTRUCTION VERIFICATION iNot Applicable for Facilities Ouperated Exciusively by the Federal Governmerti
"POSTINGS & M
insTructions” | []State "Notice to Employees” Document Posted ~feperators Instruction Manual on Location Xva
[ certificate of X-ray Machine Registration on Location [T cabinet X-Ray Machine Maintenance Schedule Available
D WRNIIJG LIGHTS & INDICATOR VERIEICATION
"WARNING LIGHTS & I\Naming Label Present at Controls Stating: "Caution: X-Rays Produced When Energized” A CIno
INDICATORS" YES
laming Labels Present at Ports Stating *"Caution: Do Not Insert Any Part of the Body When System is Energized, X-Ray
azard® dves [Ino
Two Indicators Labeled "X-Ray ON" Present at Controls
Hyes [Ino
At Least One Indicator, Marked “X- ON", is Visible from Each Port, Door, and Access Panel
Ry (Wves  [Ono
E INTERLOCK VERIFICATION TEST
"INTERLOCKS" K the P & i
[The Key for Key Actuated Controi Cannot be removed in Any Mode that Allows X-Ray Generation [Aves CIno
Al Doors and Access Panels that were Tested Prevent Generation of X
Rays Mves [no
TheUseofmeONCmtmlisNemsawb%umOpaaﬁonofX—RaystbﬁnglnMuMbnofX«RayGeneraﬁon @.YS DNO
F ACCESS T0 PGRTS AND APERTURES
“PORTS AND Part of the CanBel Th A" [ Pril
s Body Inserted Through A *Port” into the Primary Beam D YES ENO
SomePartofﬂleBodyCanBelnsemedThrwghAn'Apefture'
Oves fane Kwva
G BAGGAGE INSPECTION UNIT CHECKS ONLY
"BAGGAGE MeansPtovidedtDEnsureODmmﬁ%enueatmeConmmawhthemiBSuweihnoeofAﬂPomandDoomDum DN
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Field Radiation Survey Sheet

Smiths Detection
SECTION |PART II -~ SPECIFIC PROCEDURE INFORMATION
H lLEAKAGE RADIATION - SPECIFIC TEST PROCEDURE £ 01
"LEAKAGE Scattering Body Description
RADIATION" f ! Y Feeac s Owdte  [Fpaper  [Jother
X-Ray Machine Sethngs  J = & Coup oveenl 3 WV /Lo Background
jma LA
hRadiationSuNey Instrument Used |Make/Model Number Lopoijiox YS5{ 5’
Serial Number oo oh L6 9 “R’hj
Calibration Date Due 1/ e/ 12
Survey Location Survey Point | External Surface Exposure Rates internal Exposure (mR) Comments
Description {uRMr) *Optional"
i -l R
2 7 |uRmr jmR
3 2 uRMr ImR
4 2. , uR/Mr ImR
5 5 |uRme ImR
6 G uRMr ImR
7 g luthr ImR
8 £ |uRMr [mR
9 - uRMr lmR
10 & |uRMr ]mR
11 9 uR/Mr lmR
12 8/ uRMr ’mR
13 g uR/Mr ImR
ighest External Surface Exposure Rate Reading 2 ( |uRne Location Description Ex T
Al Extemal Surface Exposure Rate Readings Are Less Than 500 uRMr (0.5 mR/hr) IAW 21 CFR 1020.40 [Xves [Ino
| ADDITIONAL INFORMATION
"ADDITIONAL  [Overall Condition of Cabinet X-Ray Unit - * Describe UNSAT
INFORMATION® KIsaT | [JunsaT* Joonditon
Condition of Lead Curtains Esar [Junsar = m UNSAT
Other Comments, Recommendations, Comrections, o Problems Encountered
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