The information in this repost is required by 14 CRF 108.17 & 129.26. Failure fo report may result in a civil penatty not to
exceed $1000.00 for each such violation. (Federal Aviation Act of 1958, Section 901)
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Cabinet X-Ray Unit Radiation Survey Form

WO#: f’}\ }(0}
Location: GC\(P““ L'J Lt Background Reading: 3 HRMr Date: ‘I an lDl ’

1. Identify Cabinet Xray Unit and X-ray Generator information:
Check appropriate Make/Mods! box below {if ‘Other', record Make and Made! on the line provided);

a.

b. Record the X-ray Unit's seriai number next to the Make/Model;

c. With the Xrays tumed "ON", record the X-ray Generator Voitage (KV) and Anode Current {#A) Readings;

d. Convert Anode Current readings from gA to mA by dividing the pA value by 1000 (example: 100 pA = 0,100 mA);

o. Transfer the Observed Voitage and Converted Anode Current readings to Box 08, Section 7.2 (Technical

Factures) of DOEO-0014 FAA Form 165-17.
Convert Anode Current
Make { Mode] Serial Number Qhbserved Voltage and Anode Current 1o mA for FAA form
{divide yA by 1000}

{J Smiths Meimann 50308 s/n + kv, - kV, pA - mA
[A8miths Heimann 60401 s HADS b + (b.3% wv.- L6.38 w354 paA <325 __mA
(O Smiths Heimann 76881 s + KV, - kv, HA — _mA
[JRapiscan 519 s kv, pA mA
L] Rapiscan 8208 sfn KV, pA mA
[IRapiscan §228 sn KV, pA mA
D other s/t KV, HA mA

L
1 " |
Top
Center

c Side % View 3

id FIGURE t L1

2. While holding the meter 5 centimeters (about 2 inches) from the surface, take readings in the ares of the
circles shown (Figure 1 above) on BOTH sides (Left and Right) of the X-ray machine (to%i of 10 readings):

Printed copies of this document must be verified against the
Document Server or Intranet for correct revision level before

Note: The Inovision 451P Radiation Meter has a default range setting of pRMr. Meter readings in pRMr must
be converted to mR/hr for this form and DOEO-0014 FAA Form 165-17.

Conversion: 100 pR/Mhr = 0,100 mR/Mhr.
ERONT BACK

TOP LEFT 091 R TOP LEFT L0073 R
TOP CENTER L0 Dj mRhr TOP CENTER _D_(l"j____ mR/hr

TOP RIGHT - 0SS Ry TOP RIGHT - OO0 mR/hr
MID CENTER 009 R MID CENTER 1 Q0 mR/hr
L OWER CENTER . 005  rmr LOWER CENTER - ©0 ff mR/br

Effective Data:
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Cabinet X-Ray Unit Radiation Survey
Form
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3. While holding the meter 5 centimsters {about 2 inches) from the surface, take readings in the area of the circles
shown (Figure 2 above) on BOTH sides (ENTRANCE and EXIT) of the X-ray machine (total of 10 readings):

ENTRANCE .01
TOP LEFT “ ! 20 ‘2 mR/hr TOP LEFT __3______ O 1 mR/hr
TOP RIGHT 009 ormr TOP RIGHT L0339 R

be verified against the
rect revision level before

LOWER LEFT 020" wRmr LOWER LEFT .03 3 mR/hr
LOWER RIGHT OO0z mRMr  LOWERRIGHT » O3 R
CENTER LO00F R CENTER OS50

4. Transfer the § highest readings (out of all 20 readings) o Box 06, Section 7.3 (Exposure Levels) of
DOEO-0014 FAA Form 165-17. B& sure to enter values in mRArll (100 pR/Mr = 0.100 mRMr),

Note: On all X-Ray equipment, any reading of 0.6 mR/h (= §00 HR/b) or bigher is considered a fallure of the
Radiation Leak Survey.

Printed copies of this document must
Document Server or Intranet for cor

5. Parform Cumulative Exposure Test:
a. Pushthe MODE button once on the Inovision 451P:
b.  Verify that the meter's scale changes from uRM to R (Cumulative Mode);
c. Place 3 or m(za beit and run through the X-Ray beam 10 times in Cumulative Made. Record total

here: \.
d. Divide the cumulative exposure valus by 10 to obtain the Dosage per inspaction; { 0% |2
€. Record this result in Section 8.1 (Additional information) of DO orm 165-17.

oam: AtARR 70N

Dacument No.:
F-ALL-C49

Effective Date:

Cabinet X-Ray Unit Radiation Survey
Oct 12, 2007
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