The information in this report is required by 14 CRF 108.17 & 120.26. Failure to report may result in a chvil penalty not to

exceed $1000.00 for each such violation. (Federal Aviation Act of 1958, Section 901}
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Government Services, Inc. Form

Cabinet X-Ray Unit Radiation Survey Form

Location: CheeK Font#1 ;égé(d;ou?;d Reading: é uR/hr Date: 3" 5 3l

1. Identify Cabinet X-ray Unit and X-ray Generator information:

a. Check appropriate MakeModat box batow (if ‘Other’, record Make and Model on the line provided);
b. Record the X-ray Unit's serial number next to the Make/Modei;
¢. With the X-rays turned "ON”, record the X-ray Generator Voltage (kV) and Ancde Current {pA) Readings;
d. Convert Anode Current readings from pA to mA by dividing the pA value by 1000 (example: 100 pA = 0.100 mA),
8. Transfer the Observed Voltage and Converted Anode Current readings to Box 05, Section 7.2 (Technical
Factures) of DOEO-00114 FAA Form 165-17.
Convert Anode Gurrent
Make / Model Serial Number .. Observed Voltage and Anode Current to mA for FAA form
) Lo {divide pA by 1000}
7] Smiths Heimann 5030s  sin kV, - kV, A . mA
{J Smiths Heimann 6040 - s/ kY, - kV, MA” ——mA
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[ Rapiscan 519 sin kv, pA . .mA
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2. While holding the meter 5 centimeters (about 2 inches) from the surface, take readings in the area of !he
circles shown (Figure 1 above) on BOTH sides {Left and Right) of the X-ray machine (totat of 10 readings):

Note: The Inovision 451P Radiation Meter has a default range setting of yR/hr. Meter readings in uR/Mr must
be converted to mRuhr for this form and DOEO-0014 FAA Form 165-17.
Conversion: 100 pRfhr = 0.100 mR/hr.
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3. While holding the mater 5 centimeters (about 2 inches) from the surface, take readings in the area of the circles
shown (Figure 2 above) on BOTH sides (ENTRANCE and EXIT) of the X-ray machine (tolal of 1{} reaglings):
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4. Transfer the 8 highesat readings (out of all 20 readings) to Box 05, Section 7.3 (Exposure Levels) of
DOEC-0014 FAA Form 165-17. e sure to enter values in mR/hrl! (100 pR/hr = 0.100 mR/fr).

Note: On all X-Ray equipment, any reading of 0.5 mR/h {= 500 pR/h) or higher is considered a failure of the
Readiation Leak Survey.

5, Parform Cumulative Exposure Test:

a.
b.
c.

d.
e
su]‘vﬂy Pe Slaatizy

Signature:

Push the MODE button once on the Inovision 451P;

Verify that the meter's scale changes from pR/h to pR (Cumulative Mode);

Piace th ter on the be?’fnd run through the X-Ray beam 10 times in Cumulative Mode. Record total
here: ; 2l 2 m

Divide the cumulative exposure value by 10 to obtam the Dosage per Inspocﬁon
Record this resutt in Section 8.1 (§alditas = e B el £5-17.
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