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Field Radiation Survey Sheet

Smiths Detection
SECTION IPART I - GENERAL PROCEDURE INFORMATION
M
A [NAME AND ADDRESS OF FACILITY OR AIRPORT AND SPECIFIC LGCATION OF X-RAY SYSTEM
“PRE-TEST l=uA||E’ OF FACILITY - —_ A .
INFORMATION" Syo /mel' \ A I/‘pc)h‘\‘ P
Is this Facility Operated Exclusively by the Federal Government? no
RESS -
(Strest No., Rural L,
or Alrline and Alrport)
STATE ZIP CODE
&h%nc/( | CA‘ ___ l q#Lﬂ—S’
ROOM NO. or OTHER CONTACT -
LocaTION Tl—CP-B-Lg PERSON
[PHONE NO. FAX NO.
[WANUFACTURER | Sy, #hS Hethal, [Womaw._ | co¥fs ATIX
DATE OF MFR. lo /3 ocg SERIAL NO. T4 35 |
MFR. CERTIFICATION .
ATTACHED KYES [(no \/\/0# 37((;8’ >0
B [CLASSIFICATION OF CABINET X-RAY SYSTEM
"CABINET X-RAY
CLASSIFICATION" ,Rﬁaggage Inspection [1 Special Purpose [l General Purpose Cother
Describe Other;
C YFOSTING & INSTRUCTION VERIFICATION {Not Applicahle for Facllities Operated Exclusively by the Federal Government) P
*POSTINGS &
mstructions= | [ State “Notice to Employees® Document Posted on Loktaﬁon IX(N/A
, ¥
[T Certificate of X-ray Machine Registration on Location ] cabinet X-Ray Machine Maintenance Schedule Available
D WARNING LIGHTS & INDICATOR VERIFICATION
"WARNING LIGHTS & fwaming Labe! Presant at Contrals Stating: “Caution: X-Rays Produced When Energized”
INDICATORS" IW Mfes  [lwo
aming Labels Present o Ports Stating ~Caution: Do Not Insert Any Part of the Body When System is Encrgized, X-Ray ‘
Hazard® EYES Clno
Two Indicators Labeled "X-Ray ON” Present at Cantrols EYES Cno
[At Least Ono tndicator, Marked “X-Ray ON', i5 Visible from Each Port, Door, and Access Pang! BYES [Ino
E -WOCK VERIFICATION TEST
“INTERLOCKS™  [The Key for the Key Actuated Control Cannat be removed in Any Mode that Aliows X-Ray Generation ]RYE; Clno )

JAN Doors and Access Panels that were Tested Prevent Generation of X-Rays

o

TrleUseofmeONCmmmsNemarytoRestmaOpemﬁmng-RaysFolbwmlmenupﬁonofx-RayGemraihn

-
YES NO

F F\CCESS TO PORTS AND APERTURES

“PORTS AND ‘Some Part of the Body Can Be Inserted Through A “Port” Into the Primary Beam
APERTURES™

Llves R

Clves CIno Bwa

Part of the Body Can Be Inserted Through An "Aperture”
G BAGGAGE INSPECTION UNIT CHECKS ONLY

“BAGGAGE Provided to Ensure Operator Presence at the Control Area which Penmits Survellance of All Ports and Doors During FkYES [Ino
INSPECTION UNITS™ |x-Ray Generation
Means Provided to the Operator for Terminating Exposures of Greater Than One-Half Secand and Preventing Additional KES [CIno
Exposures of Less Than One-Half Second
|
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Field Radiation Survey Sheet
Smiths Detection

SECTION |PAR1' II - SPECIFIC pnocm,m INFORMATION
‘ H LEAKAGE RADIATION - SPECIFIC TEST PROCEDURE # 01
wowtow | Ea ok reams  of fopei| Diuc Jﬁch' —
. ~ Describe Other,
X-Ray Machine Setfings (' i
Jee cOmpanid Im 6‘%6 Background
Radiaion Survey Instrument Used [ Make/Mooe! Number oV P 9 J
Sorizl Number &S73 uRM
Calibration Date Due 76/731/71)
Survey Location Survey Point }External Surface Exposure Rates| Intemal Exposure (mR) Comments
Description {uRfr) *Optional”
! [P |Rw R
2. 1) uRde jmR
3 / } JuRie |mR
4 2% |Rw jmR
5 3 |wRw JmR
(I Y/ L [
T 1) bW [
8 11 luthr lmR
9 | O |wRir fmR
10 ) A uRrir jmR
1 q |wRm [mR
12 q R fmR
13 fp R {mR N
|Fighest Extemal Surface Exposure Rate Reading =3 Jurinr Location Descipion | | fENL
JAvExtemal Surtace Exposure Rate Readings Are Less Than 500 uRi (025 mRitr) IAW 21 CFR 1020.40 Cno
] JAODIIONAL INFORMATION v
n;gnﬂ:l:“ra::‘._ Imqanwmtbnof(:amx-aayum K‘SAT CJunsar » ;mmmnnunsm
Iwmmofumctm RAT Junsar = |/ Do UNSAT
Condition
{Other Comments, Recommendations, Corrections, or Problems Encountered
® ® @ ©
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X
(\‘Te"‘ Pass = S. em R4
SURVEYOR'S NAME (Print: Last, First, Middls Int. I
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